Brighton
Analytical
LLC,.

2105 Pless Drive - Brighton, Michigan 48114 - Phone (810) 229-7575 - Fax (810) 229-8650 - E-mail bai-brighton@sbcglobal.net

May 03, 2016

ATC Associates
46555 Humboldt Dr.
Suite 100

Novi, MI 48377

Subject: South Eastern H.S. 3030 Fairview
188BS16209

Dear Mr. Smith :

Thank you for making Brighton Analytical, L.L.C. your laboratory of choice.
Attached are the results for the samples submitted on 04/22/2016 for the above
mentioned project. NELAP/TNI Accredited Analysis and MDEQ Drinking Water
Certified Analysis will be identified in their respective reporting formats. Hard
copies can be supplied at your request for a fee of $20.00 per copy.

The invoice for this project will be emailed separately. If you have any questions
concerning the data or invoice, please don't hesitate to contact our office. We
welcome your comments and suggestions to improve our quality systems. Please
reference Brighton Analytical, L.L.C. Project ID 38646 when calling or emailing.
We thank you for this opportunity to partner with you on this project and hope to
work with you again in the future.

Sincerely,
Brighton Analytical, L.L..C.

= Certified
TN
S ENC
-",.- Women's Business Enterprise



=

Lo

/

S PAER

ro Voo

T
F

-
e

RCELIRE HLVA ‘A" EATEDHY :X9 QHHSINONITHE HWIL | fHLvVa ‘A9 QUATIDHEY ‘A" QAHSIGONITHNE

IS T PERRACAS AT L {5 ~ L U7 :suononaysu] [eads

(STenmuyewWI/oTEp) PIYTON 19T |
\m_ou Osed omired TON

(01

Sy 6
Tou Mﬂm& (£1ddng 1918 M0 PRTRULIOIYD

Qmu ou [Ised  (QHDT 0 X8l @

:O'H Sunjuii(g {©

LT AT =5 VH&&U o~ - w@
SIEC G| LETT T 35-d~¥a - T
1110 ﬁﬁwnw M SO i e & \nnmﬁﬁﬁﬁ
: g »x&@&.ﬁwwnm& .NA%%AM‘M%R mx\\\a
NSz IR 3T
@gmx . MMWHA&Q!@V\%N .

>

X
5
&3

R
)

]

BT Tl S 3wl

A
X,
X
ags
3
e»t
X

X
4
-~
=
I

]

CJou @om Lyorewt DOD pue sxoureiuod sjdures

i

o A

VAT R S BN vy

ALY

D

YHHNY

vy
D

;33/ &{yﬁ?‘;ﬁf Mw”"M(,j,

FOSH 9daHd

HOVN dddaH
YONH AdaH

pg

yHOATS — 27
(&7 P == 5

H gu [Qou [Fsef (5, VOA W $91qqngeoedspeay]

A (SHAD) S.VOA

Dou w\mo.m JurSo] ut payoa sHd

N A Paasald HOHW
JALLVAYISHN ON "SSVTD
QHAYASTUINN TdAH

VROV (BEZIY

VIN N

D, sopdwes jo ormprodwo],

GIANTST AL

ST AL |
YAq pejosyod spdweg

{Jou wvof Jowiny POy UM paaredal sadures

2 TSR S e

(SSTUAGY ONITHE INFEHAAQ A1 FLON ESVHID % Od

AELTTEEE SN BTEIAS |
TS PR S I @27y 1dAroud
; =TT Oy = e SVLAELT S (RIS T o,
f£AERLy Tul T : e = ) e T TS YN 10310ud

CR0%.

YIS S APt S50
Eile MR mw.wﬂwaww ?N_M,%\m

VANOD

F;NC‘%{ -
B -




Brighton Analytical LLC
) 2105 Pless Drive
Brlghton Brighton, Michigan 48114
Analytlcal Phone: (810)229-7575 (810)229-8650
I L C e-mail:bai-brighton@sbcglobal.net
chte e MDNRE Certified #9404
NELAC Accredited #176507

Sample Date/Time: 4/20/2016 07:11 ATEC Assooiares

Submit Date/Time: 4/22/2016 09:30 46555 Humboldt Dr.

Report Date: 5/3/2016 Suite 100

Novi, MI 48377
BA Project# 38646 Project Name: South Eastern H.S. 3030 Fairview
Project Number:188BS16209

BA Sample ID

amp CD00760 Sample 1D: 1-K-P-SE-Kitchen

Analyte Name Result Units RL MCL Method Reference Analysis Time Analysis Date

Drinking Water Metal Analysis
Total Copper (Drinking Water) 320 ug/L. 20 1300 EPA 200.8 rev5.4 21:39 04/29/2016
Total Lead (Drinking Water) Not detected ug/LL | 15 EPA 200.8 rev5.4 21:39 04/29/2016

RL=Reported detection limit for analytical method requested. Some compounds require special
analytical methods to achieve MDNR designated target detection limits (TDL).

MCL = Maximum contaminant Levels.
Analysis not specifically identified as drinking water are for non-regulatory compliance purposes.

Released by

Date 2,9 (7’8




Brighton Analytical LLC
1 2105 Pless Drive
Brlghton Brighton, Michigan 48114

Analytical Phone: (810)229-7575 (810)229-8650
L L C e-mail:bai-brighton@sbcglobal.net
o i e s MDNRE Certified #9404

NELAC Accredited #176507

Sample Date/Time: 4/20/2016 07:16 ATE Assoctates

Submit Date/Time: 4/22/2016 09:30 46555 Humboldt Dr.

Report Date: 5/3/2016 Suite 100

Novi, MI 48377
BA Project # 38646 Project Name: South Eastern H.S. 3030 Fairview
Project Number:188BS16209
BA S le ID
ample CD00762 Sample ID: 2-K-P-SE-Teacher's Lounge
Analyte Name Result Units RL MCL Method Reference Analysis Time Analysis Date

Drinking Water Metal Analysis
Total Copper (Drinking Water) 600 ug/L. 20 1300 EPA 200.8 rev5.4 21:44 04/29/2016
Total Lead (Drinking Water) Not detected ug/L 1 15 EPA 200.8 rev5.4 21:44 04/29/2016

RL=Reported detection limit for analytical method requested. Some compounds require special
analytical methods to achieve MDNR designated target detection limits (TDL).

MCL = Maximum contaminant Levels.
Analysis not specifically identified as drinking water are for non-regulatory compliance purposes.

Released by

Date j’ ) '/ b




Brighton Analytical LL.C

Bri 2105 Pless Drive
ghton Brighton, Michigan 48114

Analyt lC&ll Phone: (810)229-7575 (810)229-8650
L. L C e-mail:bai-brighton@sbcglobal.net
st MDNRE Certified #9404
NELAC Accredited #176507

Sample Date/Time: 4/20/2016 07:19 ATC Associates

Submit Date/Time: 4/22/2016 09:30 46555 Humboldt Dr.

Report Date: 5/3/2016 Suite 100

Novi, MI 48377
BA Project# 38646 Project Name: South Eastern H.S. 3030 Fairview
Project Number:188BS16209

BA S le ID

ample I CD00764 Sample 1D: 3-DWF-P-SE Hall @ 139

Analyte Name Result Units RL MCL Method Reference Analysis Time Analysis Date

Drinking Water Metal Analysis
Total Copper (Drinking Water) 230 ug/L. 20 1300 EPA 200.8 rev5.4 22:02 04/29/2016
Total Lead (Drinking Water) Not detected ug/l, 1 15 EPA 200.8 rev5.4 22:02 04/29/2016

RL=Reported detection limit for analytical method requested. Some compounds require special
analytical methods to achieve MDNR designated target detection limits (TDL).

MCL = Maximum contaminant Levels.
Analysis not specifically identified as drinking water are for non-regulatory compliance purposes.

Released by

Date < é_}l /L




Brighton
Analytical
Li.C.

BRIGHTON ANALYTICAL, LLC

QUALITY ASSURANCE/QUALITY
CONTROL



-Analysis Date: 4/29/2016

Matrix Spike Lab ID: CC00790

ICP-MS
METHOD 6020

REPRESENTATIVE BATCH PRECISION AND ACCURACY QUALITY CONTROL SUMMARY

Standard ID: 042216 H20

Matrix:

Total

Batch: 4/26/2016 W2

Analyst:

LT

Matrix Spike - Precision *

Matrix Spike - Accuracy*”

Miscellaneous***

Metals R Cm
Matrix Spike |Matrix Spike| RPD |l Spk Conc Re(':‘f'jery Réﬁ;’\‘;’ery Sample  |Method Bik M;‘;ﬁ(; 4 | tnd std,
0, 0,
(ugkg) | Dup (ug/kg)| (%) || (uglkg) (%) @) | Conclughka) || (uglkg) | grpy (g (%)
Copper 1263 1290 2.1 1000 95.7 98.4 306 <20 100.4 97.4
Lead 933 957 25 1000 932 95.6 1 <1 96.9 94.6

* Matrix spike precision range +/- 20% RPD

** Matrix spike accuracy range +/- 20% recovery
*** L. CS accuracy range +/- 15% recovery / Ind std accuracy range +/~ 10% recovery

Comments:




